
Certificate 
of 

Conformance 
X-Rite, Incorporated certifies this instrument meets or exceeds published specifications applying 
to this instrument on the date it was manufactured. The instrument has been calibrated for its 
specific geometry using standards whose accuracies are traceable to the applicable standards 
laboratory indicated below. 

0°/45° Reflectance - National lnstitute of Standards and Technology, USA 

By: 
Title: Quality Assurance 

lnstrument Model: ILS30EP

lnstrument S/N: 683 

Calibration Date: 07/2014 

Date Placed in Service: 

The Date Placed In Service should be established by the Customer upon initial use of the unit. 
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Certificate 
of 

Conformance 
X-Rite, Incorporated certifies this instrument meets or exceeds published specifications applying 
to this instrument on the date it was manufactured. The instrument has been calibrated for its 
specific geometry using standards whose accuracies are traceable to the applicable standards 
laboratory indicated below. 

0°/45° Reflectance - National Institute of Standards and Technology, USA 

By: 
Title: Quality Assurance 

Instrument Model: ILS30EP 

Instrument S/N: 556 

Calibration Date: 07/2014 

Date Placed in Service: 

The Date Placed In Service should be established by the Customer upon initial use of the unit. 
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